The time-resolved electron beam envelope parameters including sectional distribution and position are important and necessary for the study of beam transmission characteristics in the magnetic field and verifying the magnetic field setup rationality. One kind of high time-resolved beam envelope measurement system has developed recently. It is mainly constituted of high framing camera and streak camera. It can obtain 3 panoramic images of the beam and the time continuous information of the given beam cross section at one time.
The linear induction accelerator(called LIA) is one kind of accelerators which is used to accelerate electron beam of several kilampere current. The pulsed electron beam of high intense current must be well restricted by a strong magnetic field into the center area of accelerating cavity with several centimeters in diameter and the electron beam should be transmitted without any losing as possible from the injector to the exit of the accelerator.
The transmitting distance is about several decameters. This is a great challenge for high intense current electron beam transmit. The most important work for transmitting beam in the injector is how to get a best matched magnetic field configure. The mismatched magnetic field configure at the stage of injector and the first accelerating cavity will bring serious influence on the following beam transmitting because it is situated at the source stage.The focus force or restriction ability on the electron beam will obviously varied with the electron energy and the emission status of the electron from the thermionic cathode at the injector stage [1，2] . This results that electrons with different energy move ahead along different tracks inside the cavity and that the beam envelope vary markedly under some certain mismatched magnetic field configure. The primary theoretic simulation shows that the electron beam envelope shrinks and enlarges tempestuously during the rising and falling period of the electron beam pulse.
There are usually about 3 ~ 5 periods during about 20 nanoseconds. Because of the tempestuous beam envelope vibration, some electron may run into the cavity wall and should be lost. Electron beam with better character may be obtained if losing voluntarily the unwanted electron current at some certain position by the way of adjusting magnetic field configure. But the lost electron current may be likely to bring some ill effect to the following beam transmission. On the other hand, the electron beam envelope may be well restricted under some matched magnetic field configure and can be transported to the next stage without electron lost or electron beam envelope vibration.The time-resolved measurement technology especially for electron beam envelope is the key technology to debug the electron beam. But it is very difficult to obtain about 5 periods of vibrations during about 20 nanoseconds at the edge of beam pulse. The time-resolved measurement ability and attainable image frames are critical limit to the measurement system for obtaining the detail information about the electron beam envelope tempestuous changing. Basing on the developed time-resolved measurement system [3, 4, 5, 6, 7] and design principle in hand, one set of compositive measurement system for electron beam envelope is built up by the way of combining high speed framing camera and streak camera. The several framing panorama of the electron beam envelope at different time and the profile image of the center slit of the electron beam in the whole pulse duration can be obtained at one time. The framing images are captured by high speed framing camera with about several nanoseconds shutter time . The interval time between the framing images can reach 3ns ~ 5ns. 1 The structure of the time-resolved measurement system for the beam envelope basing on framing and streak Figure 1 shows the system structure of the time-resolved beam envelope measurement system. It is made up of optical transition radiation(called OTR ) target [8] , light beam splitting component, high speed framing camera and high speed streak camera.The highest time-resolved ability of this system is mainly restricted by the camera speed. The minimum shutter time is about 2ns and the framing camera can capture 3 frame images at one time.
The streak camera can provided with about 2ps temporal system resolution at fastest speed and it usually work at sweep speed of about 0.2ns/point. The time-resolved ability of this united system can meet the framing and streak imaging demands with enough speed for the pulsed electron beam with duration of about 100ns. The BPM in figure 1 is beam position monitor which is used to measure the beam current and the beam center position. The BPM is located at 500mm upriver from the OTR target. In order to be associated with the beam current waveform in time, the amplitude is normalized and the position is offset. The simulation is aimed at the beam envelope changing during about 150ns at the position of 4900mm from the cathode surface. The simulation starts at 0ns. The simulation results show several vibrations during the leading edge and the following edge of electron beam pulse. But these phenomena aren't observed in experimentation ago.
The simulation results show that there are obvious difference between different magnetic field configure. The beam diameter can be large or small during the pulse. The beam envelope will change in different form. These will produce important and some uncertain influence. It very important that the beam envelope change rule would be found out. If some electron run into the cavity wall at the injector , some ill effect to the following beam acceleration and transmission would occur. Some validating experimentations are designed to study this phenomena. There is only one BPM in the inner cavity at the injector. The BPM is made of 48 resistances and these resistances are ranged in parallel connection along the radial direction. There may be some given spatial distribution at this BPM position.
The correlative beam profile with the BPM ring structure may be produced if the electron run into the cavity wall at BPM position. We can judge this status. If electron run into the cavity wall at some other position, we can't judge well because of the ring wall without any characters.A set of magnetic field configure, which will cause electron run into the wall at BPM ,is obtained by the PIC simulation program and some experiments are carried out. The other confused phenomenon in the streak image is the part between the last vibration and the flat top,
shown as A and C in figure 8(a) . It seems some discontinuity of electron beam at these part in the image. But the image gray at these part is really at an upper level if we get the image gray data and it may be greater than the image gray at the flat top section such as B in the image, shown as figure 8(b) . The factual image gray prove that the electron beam is temporal continuity. The image discontinuity in vision may be caused by the remarkable differential contrast because the image gray difference is great.
Conclusion
The electron beam envelope measurement system is developed latest. It is made of newest developed high speed framing camera and streak camera. It can capture time-resolved framing images and can capture the streak image at the same time. These images are complementary and can explain some phenomena more comprehensively. The successful development of this electron beam envelope measurement system provide a strong and useful means to study pulsed intense current electron beam and its transmission rule. The recently obtained data from experimentation has proved that several fast vibration of beam envelope along the diameter direction do occur during the rising edge and the falling edge of the electron beam and that the vibration period is about several nanoseconds. The effect rule of magnetic field configure on electron beam transmission is also validated to some extent. The measurement work also prove that the existing beam transmission design is reasonable and viable. The theoretic simulation has practically leading effect on the electron beam debugging work at present. The far-reaching significance is that this system provide us with the ability of validating the theoretic simulation results and the beam physics research.
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